
GSBMA-30    **PLEASE DISCARD RED VENTED CAP FROM CONCENTRATION DEVICE BEFORE USE** 
Note: Always swab self-sealing port with sterile alcohol swab prio to accessing with a sterile syringe. 
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Draw 3mL of Citrate 
into the 30mL 

Syringe. 

Draw 27mL of bone 
marrow aspirate 
from the patient, 

filling the syringe to 
30mL 


